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ABSTRAK

Incubator Analyzer merupakan salah satu alat yang mempunyai fungsi
untuk mengkalibrasi baby incubator. Alat ini sangat penting di dunia kesehatan
dikarenakan alat ini dapat menentukan ketidak layakan baby incubator di rumah
sakit atau instansi kesehatan. Tujuan penulis membuat alat Incubator Analyzer
dengan tiga parameter adalah untuk menguji kesesuai alat baby incubator dengan
alat yang dibuat oleh penulis dengan menggunakan parameter yang diuji meliputi
suhu, kelembaban dan kebisingan.

Oleh karena itu penulis membuat alat /ncubator Analyzer yang dirancang
menggunakan sensor DS18B20 untuk mengetahui suhu serta sensor DHT22 untuk
mengetahui presentase kelembaban dan untuk sensor kebisingan menggunakan Grove
loudnes sensor yang kemudian di olah oleh mikrokontroler dan hasilnya akan tampil
pada layer LCD dan terkoneksi dengan Device melalui peran /O7 untuk memudahkan
tenaga kerja Elektro Medis dalam melakukan inputan data hasil kalibrasi.

Incubator Analyzer yang penulis rancang mengukur 4 titik ukur suhu ruang, 1
tittk ukur suhu matras , tingkat kelembapan serta tingkat kebisingan yang hasilnya
tampil pada layar LCD secara real time dan hasilnya dapat dilihat melalui device
dengan peran IOT dengan merekam data hasil ukur setiap sensor. Alat ini memiliki
keakurasian pengukuran TP sebesar 97,3%. Tingkat keakurasian dari Uji Banding
Suhu pada adalah sebesar 98,1%. Tingkat keakurasian dari Uji Banding Kelembapan
adalah sebesar 92,69% dan Tingkat keakurasian dari Uji Banding Kebisingan pada rata
rata titik Uji Banding adalah sebesar 94,82%.

Kata kunci: Incubator Analyzer, parameter suhu, kebisingan, kelembapan, IOT.



ABSTRACT

The Incubator Analyzer is a tool that has the function of calibrating a baby
incubator. This tool is very important in the world of health because this tool can
determine the unsuitability of baby incubators in hospitals or health institutions. The
author’s aim in making an Incubator Analyzer tool with three parameters is to test the
suitability of the baby incubator tool with the tool created by the author using the
parameters tested including temperature, humidity and noise.

Therefore, the author created an Incubator Analyzer tool which is designed to
use a DS18B20 sensor to determine temperature and a DHT22 sensor to determine the
percentage of humidity and for noise sensors using a Grove loudness sensor which is
then processed by a microcontroller and the results will appear on the LCD layer and
are connected to the device via the function loT to make it easier for Electromedical
workers to input calibration results data.

The Incubator Analyzer that the author designed measures 4 measuring points
for room temperature, 1 measuring point for mattress temperature, humidity level and
noise level, the results of which appear on the LCD screen in real time and the results
can be seen via a device with an loT role by recording the measurement data for each
sensor. This tool has a TP measurement accuracy of 97.3%. The accuracy level of the
Temperature Comparison Test is 98.1%. The accuracy level of the Humidity
Comparison 1est is 92.69% and the accuracy level of the Noise Comparison Iest at
the average Comparison 1ést point is 94.82%.

Keywords: Incubator Analyzer, temperature parameters, noise, humidity, [O1.
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